Amplitude distribution (cosmic, Vop=55.53V)
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Cross-talk test

Use a coincidence trigger between Ch1 and Ch2, and check amplitude
distribution of Ch3
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Fraction

Cross talk test
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Effect of calibration fiber

Ch1 for trigger cosmic o1 Fraction of coincident signal in Ch3
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